A simple reflectance microphotometer for dot immunobinding assay (dot-ELISA) quantification.
The use of a simple reflectance microphotometer adapted to quantify enzymatic dot immunobinding assays is described. The instrument is versatile and precise by clinical laboratory standards (i.e., 1.1% coefficient of variation for ten consecutive readings of a grey cardboard). The instrument provides a low-cost alternative to commercially available equipment for quantitation of dot-ELISA assays.